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Thank you for purchasing LED COATING SOLUTIONS products. 

This manual will guide you to use this product correctly and maximize 

the service life of this product. 

Before using this product, make sure of the following: 



1.Persons using this product need to understand the risks of using UV LED; 

 

2.Please read and understand this manual carefully before using the product; 

 

3. Please keep this manual properly in case you need it from time to time. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

This manual is only for customers who purchase the product. It is strictly for bidden 

to reprint or convert files that are converted into electronic files widely. 

 

Led Coating Solutions reserves the right to change the contents of this manual without 

notifying the user. 
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1. Matters needing attention 

■To ensure correct use, please read this precaution carefully. 

■There are two types of cautions: "Warning" and "Caution". All 

notes replace important content regarding safety, please 



observe. 

Warning 
There is a high possibility of UV burns due to 

disregard of the warning. 

 Caution 

The approximate sterilization effect cannot be 

obtained because the content of the precautions is 

ignored. 

 

2. Use instructions 

1. Equipment use conditions 

Charging working power: DC24V / 4A ~ DC48V / 4A 

Working temperature: 10 ℃ ~ 50 ℃ 

Storage temperature: -10 ℃ ~ 65 ℃ 

 Warning 

It is forbidden to disassemble the equipment and replace parts by yourself, 

otherwise the instrument may be damaged. 

During the use of the device, do not shake it violently. 

Do not operate with wet hands. There is a danger of electric shock. 

The equipment must be properly stored and not used by children. 

Caution 

During the irradiation of the device, please do not expose the light to the skin of 

the human body to avoid causing skin damage. 

During the irradiation of the device, please do not look directly at the light source 

or light spot with your eyes, so as not to damage your eyes.  

When you need to see the light spot, wear UV protective glasses. 

Please ensure that the working environment of the equipment is well ventilated 

and kept dry. 

Do not touch the irradiation head while the irradiation is in progress or shortly 

after the shutdown to avoid burns. 

It is forbidden to operate the equipment by methods not described in this manual, 

otherwise, it may damage the equipment or cause harm to human body. 

When cleaning the device, be sure to turn off the device's power switch and 

unplug the device. 

Please make sure to use the correct power supply to power the equipment, 

otherwise, it may cause equipment damage or fire. 

To ensure proper installation, be sure to read the "Instructions for Use" in this 

manual first. 

The warnings mentioned in the instructions replace important safety-related 

content, please follow them. 



Relative humidity: below 80%, no condensation 

2. Do not place items on the equipment that is working. 

3. Please ensure that the air flow of the air inlet and outlet of the sterilizer is smooth. 

Do not block the air inlet and outlet with dust or foreign matter. Otherwise, it may 

affect the stability of the LED driver. 

4. Please ensure that the air flow of the air inlet and outlet of the irradiation head is 

unobstructed. Do not block the air inlet and outlet with dust or foreign matter. 

Otherwise, it may affect the light intensity and the life of the germicidal light source. 

5. In order to ensure the light intensity and light uniformity, please wipe the lens of 

the light source according to the use of dirt. 

6. The maximum bending radius of the connecting wire between the irradiation head 

and the driver is 7 times the diameter of the connecting wire. Please do not over bend 

the connecting wire to avoid failure of the connecting wire. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



3. The technical parameters 

 

1: Lamp holder electric power: 40W 

2: Optical power: 5W EIT test 

3: Battery voltage: 25V 

4: Battery capacity: 20000maH 

5: Charger input voltage: 96V-240V 

6: Continuous working time: 30MIN 

 

 

 

The whole handheld is divided into two parts: driving the lamp holder and battery. 

(1) Description of main components 

 

 

 

 

4. Installation instructions

Illumination: 8W/cm2



 

 

(2) Schematic diagram of the whole machine: 

 

1: Glossy surface   2: Button switch   3: Air outlet   4: Battery 

 

 

5. Operation method 

Press the button switch directly, the light works with the wind, and it won't work 

when you release it. 

 

6. Warranty instructions 

1、Normal warranty service 

The normal warranty service is the warranty service that the user can enjoy if it fails 

in normal use. The so-called failure under normal use conditions refers to the natural 

damage caused by no intentional or negligent factors under normal use, that is, 

damage caused by improper operation or disassembly and repair by users. 

High-power LED light source equipment has a 1-year free warranty from the date of 

purchase. The equipment can be repaired for life. After more than one year, the 

company will charge the cost (including transportation costs or transportation costs) 
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for paid maintenance services. 

 

2、In the process of use, if the following situations occur, the company does not 

assume the warranty obligation, and the customer can choose to charge for the 

service 

 Product damage caused by violation of product use conditions; 

 Product damage caused by unauthorized modification or self-repair; 

 Product damage caused by exceeding the allowed environment (such as high 

temperature, corrosion, etc.); 

  Product damage caused by abnormal external forces (such as falling, squeezing, 

bumping, impacting, etc.); 

 Product damage caused by natural disaster or other force majeure (such as fire, 

flood, earthquake, etc.); 

  Counterfeit products or products that cannot provide valid proof of purchase. 

 

3、 Charged services 

Charged services are provided for products that exceed the free warranty period 

and products that are not naturally damaged. The company only charges the cost 

(including transportation costs or transportation costs). 
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